Experiences with microbiological validation of radiation sterilisation.
Apart from process control, the two most critical activities associated with radiation sterilisation of medical devices are the dosimetric and microbiological analyses required to validate the process. This article discusses some of the problems experienced in the field of microbiological validation and highlights the coming changes to the standards.